PROXIMAL DENTAL CARIES DETECTION BASED ON SUBTRACTION METHOD IN THE CARIES MODEL

Jeong-Hoon Park, Gi-Ja Lee, Samjin Choi, Ji-Hye Park, Young-Ho Park, Kyung-Sook Kim, Yong-Suk Choi, Bermseok Oh and Hun Kuk Park

1Department of Biomedical Engineering, School of Medicine, Kyung Hee University, #1 Hoeki-dong, Dongdaemun-gu, Seoul, 130-702, Korea,
2Healthcare Industry Research Institute, Kyung Hee University, Seoul, 130-702, Korea,
3Department of Oral and Maxillofacial Radiology, School of Dentistry, Kyung Hee University, Seoul, 130-702, Korea,
4Corresponding author; email: hpark@khmc.ac.kr

INTRODUCTION
Dental caries is known as decay process on the tooth surface and is a disease where bacterial processes damage hard tooth structure. A large proportion of dental caries involves with the proximal surfaces of the deciduous teeth [1]. Therefore, in dentistry, one of the most frequent radiographic analysis is to determine the presence or absence of proximal dental caries and choose an appropriate therapy when caries is determined to be present. However, although various diagnostic methods to detect carious lesions of the dental proximal surface are used, it is still very difficult to do accurate interpretation of the proximal dental caries.

This study investigates how to detect proximal caries using digital subtraction radiography in the artificial caries model. The proposed detection method was tested on the radiographic dental images with artificial carious lesions.

METHODS
In order to design the artificial caries model, five human teeth with unsoiled proximal surface were first prepared. After washing and drying processes, to induce artificial proximal carious (demineralization), all teeth were painted twice by nail varnish except for proximal caries susceptible zone marked by 1.5mm round shape window at proximal area. Then, each tooth was exposed for 30–120 min to a 100 ml acetic acid buffer solution containing 3.0 mmol/l calcium and 1.7 mmol/l phosphate. 10% perchloric acid solution was also added to make rapid progress of carious lesions.

Five teeth mounted on rubber blocks (Figure 1a) were radiographed by the designed extension cone paralleling (XCP) device (Figure 1b). Each image was radiographed by the Heliodent DS mobile intraoral x-ray unit at the voltage potential of 60 kVp and the anodic current of 7 mA with exposure times of 0.32 s. Images were acquired by Kodak RVG 6100 digital radiography system under 1140×1920 pixels and a resolution of 20 lp/mm.

RESULTS AND DISCUSSION
In artificial caries model, the range of lesion depth was 572–1374 µm and the range of lesion area was 36.95–138.52 mm² (Table 1). The lesion depth and area were significantly increased with demineralization time ($p<0.001$). The raw radiographic dental image and that with artificial carious are shown in Figure 2(a) and (b). With the proposed subtraction method based on single image, the final image is shown in Figure 2(c). Therefore, the proximal caries detection using digital subtraction radiography showed accurate detection results compared to the proximal caries examination using conventional digital radiograph way.

ACKNOWLEDGEMENTS
This research was supported by the research fund from Seoul R&BD (grant # CR070054).

REFERENCES

<table>
<thead>
<tr>
<th>Demineralization time (min)</th>
<th>No. of proximal carious</th>
<th>Lesion depth (µm)</th>
<th>Lesion area (mm²)</th>
</tr>
</thead>
<tbody>
<tr>
<td>30</td>
<td>8</td>
<td>572.55 ± 191.15</td>
<td>36.95 ± 16.40</td>
</tr>
<tr>
<td>60</td>
<td>8</td>
<td>851.55 ± 300.40</td>
<td>60.59 ± 32.20</td>
</tr>
<tr>
<td>90</td>
<td>8</td>
<td>1167.21 ± 195.05</td>
<td>106.58 ± 37.09</td>
</tr>
<tr>
<td>120</td>
<td>8</td>
<td>1374.27 ± 153.52</td>
<td>138.52 ± 32.89</td>
</tr>
</tbody>
</table>